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[57] ABSTRACT 

A method and apparatus for inspecting the surface of a 
bearing ball is disclosed which includes a base (A) hav- 
ing a high friction non-abrasive base scanning surface 
(12). A holding device (B) includes a cone-shaped cup 
recess (14) in which a ball element (18) is received. Air 
is introduced through a passage (26) to relieve friction 
between the wall (16) of the recess and the ball element 
and facilitate rolling of the ball over the high friction 
base surface. The holding device is moved over the base 
scanning surface in a predetermined pattern (50) such 
that the entire surface of the ball element is inspected by 
an eddy current probe (C) which detects any surface 
defects. 

15 Claims, 3 Drawing Figures 
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APPARATUS AND METHOD FOR INSPECTING A 
BEARING BALL 

ORIGIN OF THE INVENTION 5 

The invention described herein was made by an em- 
ployee of the U.S. Government and may be manufac- 
tured and used by or for the Government for govern- 
mental purposes without the payment of any royalties 
thereon or therefor. 10 

BACKGROUND OF THE INVENTION 

The invention relates to the inspection of bearing 
balls. In the manufacture of bearing balls such as in the 
aerospace and aircraft industry, an assessment of the 15 
condition and appearance of the ball is required for 
reliable operation. In many applications of the bearing 
balls, such as in the main shaft of an aeroengine, defects 
and faults in the bearing ball may lead to premature 
failure of the bearing and subsequent damage or de- 20 
struction. 

The accurate inspection of the entire bearing surface 
of the ball is a problem which has given the manufac- 
turer considerable trouble. Due to the minute nature of 
the possible defects including overheating cracks, un- 25 
equal distribution of carbon, marks from oxidation, 
corrosion pitting and hard impact marks, and indenta- 
tions the problem is compounded. The small size of the 
bearing ball necessitates accurate control of the inspec- 
tion process in order to insure that the entire surface of 30 
the bearing ball is inspected. 

In one prior method, an automatic feed mechanism 
passes balls through a cleaning tank into an oil immer- 
sion tank where they are picked up by an electric drive 
mechanism. While being continuously rotated, the balls 35 
are subjected to ultra sound which both refracts at the 
surface of the ball and propagates into the ball. If the 
wave meets a flaw, it is reflected back along its path, 
detected, displayed on a cathode ray tube and recorded 
on an ultraviolet chart. However, this technique re- 40 
quires immersion of the ball, probe, and an elaborate 
ball positioning mechanism in a fluid tank and is limited 
to larger ball diameters. Because of the requirement of a 
fluid couplant, periodic attendant cleaning of the equip- 
ment is required. Very sophisticated, and costly equip- 45 
ment is thus required. The complexity of the equipment 
subjects the inspection process to unreliability. 

In another prior technique, three independently 
driven rollers were utilized to roll the bearing ball while 
in the proximity of a probe. A separate motor drive was 50 
required for each of the rollers which are then driven in 
a manner which would most likely assure inspection 
coverage of the ball. However, in order to control the 
ball movement elaborate control of the roller motors 
was required. 55 

SUMMARY OF THE INVENTION 

Accordingly, an important object of the present in- 
vention is to provide an effective method and apparatus 
for inspecting bearing balls for surface and near surface 60 
cracks, voids, and material anomalies with a minimum 
of tooling and a high reliability of detection. 

The above object is accomplished according to the 
present invention by utilizing an eddy current inspec- 
tion concept. 65 

The apparatus includes a non-abrasive, high friction 
base scanning surface and a holding device which em- 
ploys an inverted cone-shaped cup. Friction between 
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the surface of the cone-shaped cup and the bearing ball 
is reduced by creating a surface layer of pressurized air 
adjacent the surface of the cone-shaped cup. Regulated 
air is delivered through a passage in the holding device 
that communicates with the recess of the cone-shaped 
cup. The eddy current probe is positioned centrally 
along an axis of the cone extending inwardly thereto. 
The holding device and bearing ball are moved over the 
base scanning surface in a predetermined pattern so that 
the entire surface area of the bearing ball is inspected by 
the probe. Due to the relative differences between the 
low friction air surface within the cone-shaped cup and 
the high friction of the base surface, the bearing ball 
rolls reliably and centrally within the recess of the cone- 
shaped cup for inspection. 

BRIEF DESCRIPTION OF THE DRAWINGS 

The construction designed to carry out the invention 
will be hereinafter described, together with other fea- 
tures thereof. 

The invention will be more readily understood from 
a reading of the following specification and by refer- 
ence to the accompanying drawings forming a part 
thereof, wherein an example of the invention is shown 
and wherein: 

FIG. 1 is an enlarged elevational view showing the 
apparatus and method of the present invention in sec- 
tion; 

FIG. 2 is a perspective view illustrating a holding 
device and base scanning surface constructed according 
to the present invention; and 

FIG. 3 is a schematic view illustrating operation of 
the method and apparatus according to the present 
invention. 

DESCRIPTION OF A PREFERRED 
EMBODIMENT 

Apparatus for inspecting a spherical element such as 
a bearing ball and the like for surface defects is illus- 
trated as including a base means A having a high fric- 
tion, non-abrasive scanning surface. A holding device B 
for retaining the spherical element in a low friction 
environment for movement over the high friction scan- 
ning surface is provided which includes an element 
retaining recess. The element retaining recess is defined 
by a tapered recess wall which tapers upwardly and 
inwardly to provide a progressively reducing cross-sec- 
tion for accommodating different size spherical ele- 
ments. The recess is open at one end for receiving the 
element and a probe means C is carried centrally along 
an axis of the recess for detecting surface defects in the 
spherical element. Means is provided for creating a low 
pressure air layer adjacent the wall of the recess to 
relieve the friction against the spherical element during 
scanning operations. The relative differences between 
the high friction base surface and the low friction air 
surface facilitates rolling of the ball for reliable inspec- 
tion of its entire surface. 

Any suitable mechanical X-Y scanning device may be 
utilized as a means for moving the holding device and 
establishing a predetermined pattern over which the 
bearing ball is moved on the base surface during the 
scanning operation. Alternately, means for moving the 
holding device over a predetermined pattern may be 
provided by manually holding the holding device and 
moving the holding device over a pattern imprinted 
onto the base surface. The relative frictional forces 
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produced on the spherical element between the low 
pressure air surface layer and the high friction base 
surface imparts a rolling movement to the spherical 
element. By moving the spherical element over a prede- 
termined pattern, inspection of the entire surface of the 5 
spherical element by the probe means is assured. By 
making the width of the scan increments in both the X 
and Y directions greater than the diameter of the bear- 
ing ball inspection of the entire surface of the bearing 
ball may be achieved. 10 

Referring now in more detail to the drawings, base 
means A is illustrated as including a base plate 10 and a 
non-abrasive high friction surface 12 which may be any 
suitable rubber material. The rubber will not let the 
bearing ball slip. The friction of the rubber is high and 15 
the friction in the holding device recess is low so that 
the movement of the holding device will govern the 
area of the ball that is inspected at any time. The high 
friction on the rubber base plate and low friction on the 
bearing ball as supported by the air in the holding de- 20 
vice recess make positioning of the ball in relation to the 
probe accurately controlled by movement over the base 
plate. 

The holding device B includes a contoured recess ^ 
space in the form of a cone-shaped cup recess 14. The 
recess 14 is in the shape of an inverted cone and is de- 
fined by an upwardly and inwardly tapered wall 16 
formed in a housing of the holding device which pro- 
vides a progressively reducing cross-section for accom- 
modating different size bearing balls 18. Probe means C 
includes an eddy current detecting probe 20 for inspect- 
ing the surface of the bearing ball 18. The eddy current 
probe 20 is carried along an axis of the inverted cone- 
shaped cup recess 14. The eddy current is carried in a 35 
central bore 22 formed in the housing of the holding 
device by means of a threaded plug 24. The probe is 
fixed to the plug and the plug may be adjusted in the 
holding device B such that the spacing between the end 
of the probe and the bearing ball may be adjusted. In 40 
practice, the eddy current probe is spaced approxi- 
mately three mils from the surface of the bearing ball. 

An air passage 26 is formed in the holding device B 
having a port opening communicating with recess 14 
for delivering a flow of pressurized air into the recess. 45 
An air entrance nozzle 28 is threadably secured in the 
holding device B and includes a section of tubing 30 
which may be connected to a source of pressurized air. 

A regulated air supply delivers air through the passage 
26 into the recess at a sufficient pressure so that there is 50 
generally no friction on the ball surface on the one side 
thereof and high friction on the rubber contacting side 
of the ball whereby the ball rolls. Air introduced at 
approximately 1 psi provides a surface layer of air 32 
around the wall 16 which keeps the ball from dragging 55 
on the surface of the recess wall. 

A suitable detection and recording system may be 
provided for detecting the defects in the bearing ball 
surface and recording the defects as can best be seen in 
FIG. 3. For example, a conventional eddyscope 38 may 60 
be connected to the probe via leads 40 which includes a 
balance bridge circuit which varies depending upon the 
current around the surface of the ball as detected by 
probe 20. The current changes in response to surface 
variations and defects. Any suitable eddyscope may be 65 
utilized such as that manufactured by The Nortech 
Instrument Co., of Kennewick, Wash, as Model 
NDT15. 


4 

The eddyscope is connected to a recording device 
such as a Mark 280 strip chart recorder manufactured 
by The Clevite Corp. of Cleveland, Ohio. The bridge 
imbalance in the eddyscope caused by defects in the 
bearing ball surface results in a spike being recorded on 
the recorder 42 which may be displayed on a suitable 
strip chart recording medium 46. 

As described above, the holding device B may be 
suitably attached to an arm of any suitable conventional 
X-Y mechanical scanning device (not shown) or may be 
moved manually by hand. The holding device is moved 
according to the predetermined pattern 50 established 
by the X-Y scanning device which can be set to move 
the holding device in any size increments of movement. 
If the holding device is moved by a mechanical scan- 
ning device, a spring loaded mount between the arm of 
the scanning device and the holding device is preferred 
for protection. The air pressure will adjust itself should 
the scanning base surface not be perfectly level and the 
holding device will float. If moved manually by hand, a 
predetermined pattern 50 may be imprinted on the base 
surface 12. 

The predetermined pattern includes scan increments 
in the X-direction of eighty percent of the effective 
width of the probe. Thus, some overlap is permitted 
such that inspection of the entire surface of the ball 
bearing is achieved given a sufficient number of such 
increments. The holding device is moved in the Y direc- 
tion in increments generally equal to the circumference 
of the bearing ball plus ten percent. This assures a small 
degree of overlap in the circumferential dimension upon 
each incremental movement in the X-direction facilitat- 
ing scanning of the entire surface of the bearing ball. 
Thus, accurate control of the inspection technique and 
inspection of one-hundred percent of the bearing ball 
surface is achieved. 

While a preferred embodiment of the invention has 
been described using specific terms, such description is 
for illustrative purposes only, and it is to be understood 
that changes and variations may be made without de- 
parting from the spirit or scope of the following claims. 

I claim: 

1. Apparatus for inspecting a spherical element such 
as a bearing ball and the like for surface defects com- 
prising: 

base means having a high-friction, non-abrasive base 
scanning surface; 

a holding device having a housing for retaining said 
spherical element in a low-friction environment 
which includes a low pressure air layer which re- 
tains said spherical element for movement over 
said scanning surface; 

an element retaining recess included in said holding 
device defined by a tapered recess wall tapering 
upwardly and inwardly to provide a progressively 
reducing cross-section which receives and accom- 
modates a spherical element of different sizes for 
retention and movement with said holding device; 

said recess including an enlarged open end for receiv- 
ing said spherical element; 

a defect-detecting probe means carried by said hold- 
ing device extending into said recess in proximity 
to said spherical element for detecting surface de- 
fects in said spherical element; 

means for delivering a flow of low pressure air into 
said recess and creating said low pressure air sur- 
face layer adjacent said wall of said recess to re- 
lieve the friction between said spherical element 
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and said recess wall while effectively retaining said providing a probe defect detecting means in said 


spherical element during scanning movement over 
said high-friction base scanning surface; 

means establishing a predetermined pattern over 
which said holding device moves and said spheri- 5 
cal element rolls over said base scanning surface 
during said scanning operation; 

means for moving said holding device over said pre- 
determined pattern; 

relative frictional forces produced on said spherical 10 
element between said low-friction air surface layer 
and said high-friction scanning base surface impart- 
ing a rolling movement to said spherical element; 
and 

said spherical element being rolled and moved by said 15 
holding device over said base scanning surface 
according to said predetermined pattern whereby 
the entire surface of said spherical element is in- 
spected by said defect-detecting probe means for 
surface defects. 20 

2. The apparatus of claim 1 wherein said means for 
creating a low-friction air layer comprises: 

an air passage formed in said housing of said holding 
device; 

one end of said air passage adapted for connection to 25 
a source of low pressure air; and 

an opposite end of said air passage including a port 
opening into said recess opening in fluid communi- 
cation with said recess. 

3. The apparatus of claim 1 wherein said means for 30 
establishing said predetermined pattern includes a pat- 
tern established on said base scanning surface. 

4. The apparatus of claim 1 wherein said high-fric- 

tion, non-abrasive base surface includes a layer of rub- 
ber material carried on said base means. 35 

5. The apparatus of claim 1 wherein said recess is 

shaped as an inverted cone-shaped cup element having 
its vertex pointed upwards, said probe means being 
axially aligned along an axis of the cone of said cone- 
shaped element. 40 

6. The apparatus of claim 1 wherein said predeter- 
mined pattern includes scanning increments in an X- 
direction slightly less than the effective detection width 
of said probe means and scanning increments in a Y- 
direction greater than the circumference of the spheri- 45 
cal element, and a sufficient number of said scanning 
increments in said X and Y directions so that a sufficient 
overlap of inspection coverage is permitted to insure 
inspection of 100% of the spherical element. 

7. The apparatus of claim 6 wherein said scanning 50 

increment in the X-direction are approximately 80% of 
the effective width of said probe means and said scan- 
ning increments in said Y-direction amount to the cir- 
cumference of the spherical element plus 10% of said 
circumference. 55 

8. The apparatus of claim 1 wherein said probe means 
is an eddy current device. 

9. A method for inspecting a bearing ball and the like 
spherical element for surface defects comprising: 

providing a high-friction, non-abrasive base scanning 60 
surface; 

providing a holding device having a retaining recess 
in which said bearing ball is retained; 

providing a low-friction surface against a wall of said 
recess which is contacted by said spherical element 65 
for retention in said recess, said low-friction sur- 
face having a lower coefficient of friction than said 
base scanning surface; 


holding device adjacent said bearing ball for de- 
tecting surface defects in said bearing ball surface; 
and 

moving said holding device and bearing ball over said 
high-friction scanning surface in a predetermined 
pattern which presents the entire surface of said 
bearing ball to said defect detecting probe means. 

10. The method of claim 9 including delivering a low 
pressure fluid into said retaining recess to relieve the 
friction in said retaining recess on said bearing ball and 
creates a low-friction fluid layer which provides said 
low-friction surface. 

11. The method of claim 9 including providing said 
recess space in the form of a generally cone-shaped 
recess having a progressively reducing cross-section 
tapering away from said base scanning surface for ac- 
commodating different size bearing balls. 

12. Apparatus for inspecting a bearing ball and the 
like for surface defects comprising: 

a base; 

a high-friction, non-abrasive base surface carried on 
said base; 

a holding device for retaining said bearing ball and 
moving said ball over said base surface; 
an element retaining recess formed in a housing of 
said holding device defined by a contoured recess 
space formed in said holding device having an open 
end for receiving said bearing ball; 
probe means carried by said holding device commu- 
nicating with said recess space for detecting sur- 
face defects in said bearing ball; 
means for delivering a low pressure fluid into said 
recess space and creating a low pressure fluid cush- 
ion layer inside said recess space against which said 
bearing ball is held and retained, said fluid cushion 
effectively relieving friction on said bearing ball to 
provide a low friction on the retained side of said 
ball while a contact side of said bearing ball en- 
counters high friction against said base surface; 
said low friction on said retained side of said bearing 
ball and said high friction on said contact side of 
said ball facilitating rolling of said ball upon move- 
ment of said holding device; 
means for moving said bearing in a predetermined 
pattern over said base surface during said inspec- 
tion operation; and 

said bearing ball being rolled and moved by said 
holding device over said base surface according to 
said predetermined pattern whereby the entire 
surface of said spherical element is inspected by 
said probe means for surface defects. 

13. The apparatus of claim 12 wherein said means for 
creating a low-friction cushion layer comprises: 

an air passage formed in said housing of said holding 
device; 

one end of said air passage adapted for connection to 
a source of low pressure air; and 
an opposite end of said air passage including a port 
opening into said recess space in fluid communica- 
tion with said recess space. 

14. The apparatus of claim 12 wherein said recess is 
shaped as an inverted cone-shaped cup element tapering 
inwardly from said open end, said probe means being 
carried along an axis of the cone of said cone-shaped 
element. 

15. The apparatus of claim 12 wherein said probe 

means is an eddy current device. 

***** 



